Background: Marketing new radiography devices necessitates documenting their absorbed X-ray doses. Since the current literature lacks studies on new devices, we assessed the doses of two new devices that had not previously been assessed.
Background
Cone beam computerized tomography (CBCT) uses a collimated and cone-shaped X-ray beam rather than a larger fan or cone beam, which allows for a scan range with a more restricted field of view (FOV). The beam's cylindrical FOV may differ from small to large fields for dental imaging or other facial examinations (1) (2) (3) . Some CBCT units allow for the selection of different FOVs to suit a specific purpose (3, 4) . The advantages of CBCT over CT scanning include lower costs, smaller size, and a lower dose of radiation (1, 3, 5, 6) . Recent technological improvements have made it more comfortable for patients to undergo a CBCT examination as well as more convenient for dentists to acquire and analyze images (7, 8) . Since the technology is new and the scanners are provided by different manufacturers, little of the process is currently understood by most radiologists, and some concerns have arisen regarding the patient's radiation dose (9) (10) (11) (12) (13) (14) . Due to the hazards of X-ray irradiation, it is imperative to reduce the radiation dose given to the patient to the lowest possible amount (8, 15) . The CBCT radiation dose is lower than that of a helical CT scan (8, 16, 17) . However, the examination dose varies considerably when using different CBCT scanners, or when using a single CBCT unit that is configured to different settings (8, (10) (11) (12) (13) (14) 16) .
ing the adverse effects. Such a health precaution can be achieved via altering multiple variables such as different structures (filtration, the source-to-object distances, etc.) and different radiation protocols (kVp, mAs, and FOVs) (3, 8, 10, 16, 17, (19) (20) (21) (22) . Hence, when marketing a new model of CBCT scanner, it is necessary to document its radiation doses. Various studies have evaluated human phantoms in order to assess the radiation doses received (3, 10, 16, 17, (19) (20) (21) (22) . Of course, it is difficult if not impossible to compare the results of these studies because of methodological differences such as the number of sensors used, their types, and their positioning (23) . However, to the best of our knowledge, there has been only one study involving the NewTom VGi (in 15 × 15 and 23 × 23 cm 2 FOVs) (23) , while there has been no study concerning the radiation doses of the NewTom 5G. Therefore, we conducted this study to document the radiation doses of the NewTom VGi (in 8 × 8 and 6 × 6 cm 2 FOVs, none of which were documented before) and the NewTom 5G (not assessed before at any configurations) in comparison to the Promax three dimensional (3D) scanner.
CBCT volumes can vary depending on the FOVs used. Large FOVs result in volumes adequate for covering the maxillofacial area, while medium and small FOVs generate volumes more appropriate for dentoalveolar and localized imaging, respectively (1) (2) (3) 23) . Some organs have higher tissue weightings, which increases the damaging impact of radiation. In the head and neck area, the thyroid, salivary glands, calvarium, mandible ramus / trunk, and cervical vertebrae are examples of such organs.
Objectives
This study analyzed the absorbed and effective doses of these critical organs under irradiation from two different FOVs of three CBCT scanners.
Materials and Methods
This in vitro experimental study was performed on the ten upper sections of an anthropometric phantom (Radiation Analogue Dosimetry System (RANDO), nuclear associates, Hicksville, NY, USA). This phantom is similar to an average-sized man in terms of tissue density and radiation absorption. It is cross-sectioned with solid sections of 2.5 cm in height. Each section has sockets for embedding dosimeters. The ethical protocols of this study (in terms of the health of the operators) were approved by the research committee of the university. All experiments were performed in accordance with the relevant X-ray safety standards. All devices used in this study were properly calibrated and their quality was assessed and approved.
Thermoluminescence Dosimeter (TLD) Calibration
A total of 20 white circular thermoluminescence dosimeters (TLD) of 0.8 mm in height and 4.5 mm in diameter ((LiF: Mg, Cu, P), TLD GR 200A, conqueror electronics technology Co. Ltd, China) were used in this study. The TLDs contain sensitive mineral crystals. The most common crystal is LiF, which has a radiation absorption capacity similar to that of human soft tissue.
Each TLD was sensitive to 1 µGy -10 Gy doses, with a linear response curve.
Calibration was repeated prior to the examination of each of the CBCT devices as detailed below. First, the dosimeters were shipped to the dosimetry laboratory of the atomic energy organization for calibration purposes. In order to reduce the error, the element correction coefficient (ECC) was calculated for all of the dosimeters. The exposure to radiation for calibrating and ECC calculation was carried out in six separate phases at the secondary standard dosimetry laboratory (SSDL) of the atomic energy organization. The energy used for the calibration was similar for all of the TLDs and it was determined based on routine energy usage in CBCT devices. These formulae would be used again later to convert the TLD output into the absorbed dose.
TLD Loading in the Phantom
Seventeen calibrated and annealed TLDs were simultaneously positioned within the phantom in positions representative of the thyroid gland, parotid gland, submandibular gland, sublingual gland, calvarium, cervical vertebra, trunk of the mandible, and mandibular ramus ( Table 1) . The number of TLDs placed in each bony area was based on the relative proportion of bone marrow distributed among the different bones in the human body (Table 1 ) (24) . The remaining three TLDs were positioned in different areas of the radiology center in order to measure the background radiation. For each imaging procedure, all of the TLDs were simultaneously loaded within the phantom. Underhill et al. (25) suggested embedding at least three dosimeters in the calvarium for the assessment of calvarial dosage. Therefore, we used four sensors so as to improve the accuracy of our tests. The lower sections of the RANDO were not used, since the dose received by the lower phantom sections is not significant in oral radiography (22) .
TLD Exposure
The phantom was transferred to three private radiology centers, each of which housed a CBCT device. At each clinic, radiologists positioned the phantom in such a way to accurately resemble a human subject. The phantom was exposed at two different fields of view (a large and a small FOVs) ten times (i.e., five times per FOV).
The exposed area was adjusted to cover the mandible in such a way that the inferior border of the FOV was 1 cm lower than the mandibular inferior border. Also, the anterior border of the FOV was 5 mm anterior to the most prominent point of the chin.
All of the CBCT devices had passed quality control tests. The utilized devices were:
1. NewTom VGi (NewTom Inc., Verona, Italy), with a constant kVp of 110. The device automatically configured mAs based on tissue mass and density in a smart and undisclosed manner. The average mAs was measured as 6.87 and 12.24 for the large and small FOVs, respectively. The large and small FOVs were 8 × 8 cm 2 and 6 × 6 cm 2 , respectively.
The voxel size was 150 µm in the larger FOV. This device automatically configured the resolution at high (voxel size = 100 µm) when choosing the smaller FOV. This could not be manually reserved. However, the resolution was optional (high or normal) for the larger FOV. In order to increase the variables, we chose the normal resolution for the larger FOV.
2. NewTom 5G (NewTom Inc., Verona, Italy), with a constant kVp of 110 and automatically configured mAs. The average mAs was measured as 6.76 and 11.52 for the large and small FOVs, respectively. The large and small FOVs were 8 × 8 cm 2 and 6 × 6 cm 2 , respectively. The voxel size was exactly the same as that of the VGi version. As with the above device, we manually configured the resolution at normal for the larger FOV.
3. Promax 3D (Planmeca, Helsinki, Finland), configured at standard parameters for an average mature person (kVp = 82, mA = 10, and time = 12 s). The large and small FOVs were 8 × 8 cm 2 and 4 × 5 cm 2 , respectively. To render the conditions similar to those of the above two devices, the resolution of this device was manually configured at high as well. Also, the resolution was manually configured at normal for the larger FOV in order to foster similarity with the other two devices.
TLD Reading
After each of the 30 exposures, the phantom and dosimeters were shipped to the TLD laboratory at the university for reading (Fimel, France). The time between each irradiation and each measurement was constant for all measurements (24 hours). The TLDs were stored at about 25°C during this time.
Once at the laboratory, the dosimeters were first extracted using a vacuum device (ETT, Fimel, France). Then, they were read (TLD reader, Fimel, France), preheated, and heated, so that the absorbed X-ray dose could be emitted as visible light. This light was read and converted to the absorbed dose using the formula obtained from the abovementioned six-phase TLD calibration and ECC estimation procedure. Finally, using an annealing device (ETT, Fimel, France), the dosimeters were reset and calibrated for the next exposure.
Absorption and Effective Dose Estimation
The background dose was taken into account in all calculations. Since the effective dose is still considered to be the most appropriate radiation risk estimator for live tissues, it was calculated according to the formula E = Σ (WT × HT), wherein WT is the tissue weighting factor, which according to ICRP-2007 is 0.04, 0.01, and 0.12 for the thyroid, salivary glands, and red bone marrow, respectively. HT is the equivalent dose, calculated using the formula HT = Σ (WR × DR), wherein DR is the absorbed dose and WR is the Iran J Radiol. 2016; 13(3):e34220.radiation weighting factor, which is defined as 1 for X-ray. The equivalent dose of red bone marrow was calculated based on the mandibular (trunk and ramus) doses, cervical vertebral doses, and calvarial doses (16).
Statistical Analysis
Descriptive statistics were calculated for the absorbed and effective doses. The doses pertaining to the devices and the organs were compared using the Kruskal-Wallis test and a Dunn post hoc test. The small and large FOV doses were compared using the Mann-Whitney U test. The effective doses related to the large and small FOVs were compared using the Wilcoxon signed-rank test. The level of significance was predetermined as P < 0.05.
Results
The average absorbed doses, respectively, for the large and small FOVs were 17.19 and 28.89 mGy in the Promax 3D, 19.25 and 35.46 mGy in the NewTom VGi, and 18.85 and 30.63 mGy in the NewTom 5G ( Figure 1 , Table 2 ). The highest variation between doses received by the different organs was seen in the NewTom 5G and Promax 3D (mainly with the small FOV; Table 3 ). The Kruskal-Wallis test indicated a significant difference between the organ dosages measured at both FOVs together (P < 0.001; Figure 2 , Table 4). The Dunn post hoc test indicated significant differences between the thyroid and the submandibular gland, the mandibular trunk, and its ramus, between the parotid and the submandibular glands, and finally between the calvarium and the submandibular gland, mandibular ramus, mandibular trunk, and bone marrow (Table 5) . When comparing the radiation doses absorbed by organs at the smaller FOV, the Kruskal-Wallis test showed a significant difference among the organs (P = 0.0015; Table 4 ). The Dunn test only showed significant differences between the submandibular gland and the thyroid and calvarium, while the other comparisons were not significant (Table  5) . When comparing organ doses at the larger FOV, a significant difference among the organs was detected by the Kruskal-Wallis test (P = 0.0027; Table 4 ). The Dunn test only showed significant differences between the submandibular gland and the thyroid and calvarium (Table 5) .
The ratios of the absorbed doses of the NewTom VGi and NewTom 5G as compared to the Promax 3D scanner are presented in Table 6 . The Kruskal-Wallis test did not detect a significant difference between the doses of the devices when both of their FOVs were combined (three variables) (P = 0.8944). When each FOV of each device was considered as a separate variable (six variables), the KruskalWallis test showed a non-significant difference between them (P = 0.834). The Dunn post hoc test also failed to show any difference between the two FOVs of each device (all P values > 0.05) or between each pair of two sets of device-FOV variables (all P values > 0.05). The Mann-Whitney U test showed insignificant differences between the FOVs of each device: Promax 3D (P = 0.550), NewTom VGi (P = 0.291), and NewTom 5G (P = 0.535). The difference between the FOV doses was insignificant according to the Mann-Whitney U test (P value = 0.1930). The effective doses were all greater when the device was set at the smaller FOV compared to the larger FOV. This difference was statistically significant according to the Wilcoxon test (P = 0.0039; Table 7 ). Abbreviations: CI, confidence interval; CV, coefficient of variation; FOV, field of view; SD, standard deviation; Min, minimum; Max, maximum.
Discussion
In most cases, the Promax 3D scanner showed lower doses compared to the NewTom VGi (and compared to the NewTom 5G in the case of a few organs). The NewTom 5G scanner showed better results than its predecessor model. The radiation generated by all three devices (with a few exceptions) was slightly lower when absorbed by the parotid and sublingual glands and the cervical vertebrae. The absorbed dose of the calvarium was similar between the large and small FOVs when generated by the NewTom 5G. It was slightly lower and greater, respectively, when the Promax 3D and NewTom VGi were tested. The rest of the organs had much higher absorbed doses (1.5 to 5 times greater) when the device, regardless of its brand / model, was configured to use the small FOV. The average doses generated by the three devices did not differ from each other. The non-parametric evaluation of the FOVs also showed no significant differences between the doses caused by the large and small FOVs. However, the effective doses were considerably affected by the FOVs, with the smaller FOVs causing greater effective doses. This surprising finding is unlikely to be an artifact, since the experiment settings were controlled very carefully.
Moreover, the trends of dose increase / decrease consistently changed from organ to organ in the case of all three devices. Among the evaluated organs, the calvarium and submandibular gland received the lowest and highest absorbed doses, respectively. Based on these results, it can be suggested that reducing the FOV for the sake of lowering the patient's received dose, if it accompanies an automatic resolution increase, is not a very effective method. The submandibular gland received a much higher dose compared 6 Iran J Radiol. 2016; 13(3):e34220. to all the other organs. This necessitates protecting this particular organ during CBCT scanning. By reducing the FOV and increasing the resolution, the parotid radiation dose was reduced by about 20% in the case of the Promax 3D scanner, 3% in the case of the NewTom VGi, and 30% in the case of the NewTom 5G. This might be attributed to the location of the parotid and the fact that the focus of imaging was on the anterior mandible region, which might lead to a reduction in the parotid dose in line with the reduction of the FOV and not an increase together with the increase in resolution. This did not occur in the other salivary glands, and all salivary glands together showed about a 1.5 fold increase when the FOV was reduced and the resolution was increased. Decreasing the FOV and increasing the projections led to small changes in the calvarium dose in the Promax 3D scanner (3%) and the NewTom VGi (1%), although there were no changes in the NewTom 5G. The reason for this might be the distance of the calvarium from the region of interest, which reduced both its received dose and the changes in it. The reason for the smaller calvarium dose received in the NewTom 5G compared to the other two scanners might be the position of the patient, since the patient stands during imaging in the NewTom VGi and Promax 3D, but acquires a supine position in the NewTom 5G. The latter may place the calvarium at a farther distance from the region of interest and so expose it to less reflected radiation. Unlike the calvarium, the mandible ramus and its body showed a considerable increase in received dose after decreasing the FOV and increasing the resolution. The mandible ramus showed the highest increase in the case of the NewTom VGi scanner (about 2.2 fold) when compared to the other two (about 1.5 to 1.6 fold). Similar increases was observed in the case of the mandible body: the NewTom VGi scanner showed a 2.4 fold increase, while other two showed 1.8 to 1.9 fold increases. Similar to the parotid, which showed a decrease when decreasing the FOV, the vertebrae also received about 10% to 30% less radiation when the FOV was reduced. The reason for this might again be their distance from the region of interest.
To the best of our knowledge, no study to date has statistically compared the radiation doses of different FOVs and different organs. All of the previous studies have been limited to cataloguing the doses. In a study performed by Palomo et al. in 2008 (14) , the doses received to the head and neck organs (esophagus, midline thyroid, mandible body, submandibular, center c spine, midbrain, and orbital surface) from the CBCT (CB MercuRay) scanner in different FOVs of 6, 9 and 12 inches were examined. The average dose absorbed by the thyroid gland, mandible body on the right and left sides, submandibular gland on the right and left, and the vertebrae were 40.8, 70.6, 30.6, 60.7, 30.7, and 93.5 mGy, respectively. The average absorbed dose received by the thyroid gland from all three CBCT devices investigated in this study when in the normal mode was greater, with doses of 0.335, 0.376, and 0.379 mGy, respectively, in the case of the Promax 3D, New Tom VGi, and New Tom 5G at FOVs of 8 × 8. The difference between studies might be related to differences in exposure configurations (Kvp = 120 and mA = 15) and FOV sizes, with the FOV being 12 inches in the previous study. Also, Palomo et al. concluded that alongside decreasing the FOV, the absorbed dose reduces. They stated that the reduction in dose is greater if the organ is farther from the direct radiation beam, which is similar to our findings (14) .
In a study conducted in 2008 by Hirsch et al. (3) , the doses absorbed by the head and neck organs and generated by two different CBCT scanners at different FOVs and protocols were examined for the anterior region of the jaws. The average dose absorbed by the parotid gland from the Vera View 3D scanner in the case of FOVs of 4 × 8 and 4 × 4 were 2.49 and 2.22 mGy, respectively, while for the Accuitomo scanner in the case of FOVs of 6 × 6 and 4 × 4, the absorbed doses were 2.24 and 1.26 mGy, respectively. The radiation absorbed by the parotid gland was about 2 to 4 times greater in the present study compared to those results (3). Hirsch et al. also evaluated the absorbed dose of bone marrow, which was lower than that observed in this study. The reason for the higher doses observed in this study compared to the study of Hirsch et al. (3) could be the larger FOVs and higher resolutions adopted in this research, in addition to the differences in their scanner settings (kvp = 80 and mA = 5) (3).
Suomalainen et al. (26) evaluated the absorbed dose of the head and neck organs in terms of four CBCT scanners and two MDCT scanners. Their results pertaining to the Promax 3D scanner at a FOV of 8 × 5 were lower in the case of the submandibular and sublingual glands, calvarium, vertebrae, and mandible ramus and body (26) . However, their result was higher in the case of the parotid. The reason for the lower doses observed in the submandibular and sublingual glands in their study (26) might be their smaller FOV. However, it was interesting that despite their smaller FOV, the parotid dose observed was higher than that in our study. A probable reason for this finding might be the differences in the positioning of the TLDs and their levels. Indeed, as Pauwels et al. (23) concluded, a slight change in exposure settings, size of FOV, the location of the dosimeters and patient, and a slight shift in the FOV of a few centimeters can notably alter the radiation received by the dosimeters (23).
It should be noted that comparing the performance of devices based solely on dosimetric studies is not possible. The purpose of dosimetry comparisons is not to determine a better device, and diagnostic needs dictate the extent of necessary doses. Due to the availability of various FOV sizes in dental CBCT, as well as various positions of FOVs within the head and neck region, each point around the main beam can show high variability on the basis of its position relative to the isocenter (23) . Using the same phantom allows for the dosimetric comparison of different CBCT units and different FOVs. This technique has proved reproducible, although some dosimeter locations might have some degree of variation, such as those placed close to the cranial and caudal ends of the X-ray beam, as well as those close to the skin, thyroid, and back of the neck. Hence, patient position can also alter the dose of the head and neck organs such as the thyroid. In order to reduce this, the use of smaller FOVs is suggested, which might significantly reduce the dose (10, 23) . Since the absorbed dose is an average value, the only way to improve the accuracy of dosimetry is to use as many TLDs as possible. In order to ensure the precision of the measurements in the present study, numerous TLDs were placed throughout the head and neck area to cover the head and neck organs. Still, these results should be cautiously compared with those of other studies, since the number of TLDs and their positions differ in all studies, especially as many prior studies have used too few TLDs (3, 10, 11, 16, 19, 21, 23) . Utilizing too few TLDs might result in either the overestimation or underestimation of such positioning alterations, with variations of up to 80%. This can become more vivid in the case of certain tissues such as the red bone marrow, thyroid, and salivary glands (23) . Such excessive variations in the doses received by each organ, as caused by different cone beam collimations and exposure factors, imply that the average effective doses should not be used for comparisons between different radiographic techniques. Still, it seems that the CBCT dose is higher than that involved in plain dental radiographic techniques, while still being below that of multi-slice CT methods (16, 17, 23) . This can be increased by increasing the mAs and kV and using a larger FOV (23) .
Depending on the collimation features, maximum FOV, and the quality of the diagnostic image, CBCT units could be applied for different purposes (3, 9, 16, 17, 23) . Hence, an important factor when optimizing the radiation dose is to ensure the proper quality of the produced image by employing appropriate protocols such as the proper size and position of the FOV (9, 23) . The ALARA principle dictates the usage of strategies to lower the radiation dose to that which is reasonably achievable (14, 19, 27) by choosing the most appropriate settings, FOV, and adequate lead protection (14) . Decreasing the FOV as a collimation method is one of the approaches suggested to reduce the radiation dose. The choice of FOV should be the smallest option that would capture a given region of interest (8, 14) . It is observed that reducing the size of the FOV can reduce the radiation dose (8) . Therefore, it is recommended to reduce the FOV when the lesions are limited to one jaw in order to reduce the absorbed dose. However, in this study, reducing the FOV did not reduce the absorbed dose, although it did increase the effective dose. One justification for this could be the higher resolutions accompanying the smaller FOVs. Both NewTom scanners automatically adjust the resolution to a higher level when a smaller FOV is selected, and they do not allow for manual correction of the resolution modification. We also manually simulated this reverse resolution FOV association of the NewTom devices on the Promax 3D device. A higher resolution increases the radiation dose (8) . It is possible that the devices are designed this way in order to improve the signal-to-noise ratio with a higher resolution. Still, this strategy contradicts the philosophy of reducing the FOV for the sake of reducing the dose. Usually, offering many options for the operator to manually change the device's settings is not practical and so it might actually be desirable to have fewer (but less confusing) options. However, manufacturers are also suggested to let the operator have a minimum of control over the configurations. If a greater resolution is needed for a particular diagnostic task, it is important that the signal-to-noise ratio is adequate for the task. The worst form of excess exposure is a level too low to provide adequate image quality, which necessitates a repeat. However, there might be instances where a smaller FOV with a lower resolution suffices for adequate image quality. As we wanted to make the groups uniform, the Promax 3D scanner, which allowed manual resolution adjustment, was manually configured at its high resolution option for the smaller FOV. The Promax 3D has three levels of resolution. The high and normal resolutions employ the same exposure parameters, while the low resolution might reduce the effective dose to about 10% of the normal dose resolution. Generally, a low dose leads to an image with a low signal-to-noise ratio (8) . These resolution increases might be the reason for the increases observed in the Promax 3D group when the smaller FOV was used.
This study was limited by several factors. It would have been valuable to evaluate more organs. However, it should be noted that the number of TLDs used in this study was more than the number used in many previous examinations. Additionally, due to the limited number of TLDs available as well as other technical difficulties, we were limited to disregarding some areas and focusing on more critical organs (16) . As another limitation, it might be argued that the failure to match the devices' configurations might confound the results. It should be taken into account that it was impossible to match the devices, since their settings are determined by their manufacturers; therefore, all previous studies faced this issue as well. These prior studies were limited to comparing the same-name settings of different devices, without attempting to match the exposure parameters (3, 16) . Furthermore, as another constraint, a CBCT study should also evaluate the quality of the image together with the extent of the absorbed doses. According to Lorenzoni et al. (22) , the important factors in CBCT imaging are the size and position of the FOV and the quality of the image. The latter was not evaluated in this study, although other studies were similarly limited by this factor. Future studies should also take into account the differing qualities of the produced images. Other limitations centered on the numerous technical difficulties must be recognized, including the severe rarity of RANDO phantoms and TLDs, very high sensitivity of TLDs, difficulty of their transportation due to their very high fragility, lack of adeIran J Radiol. 2016; 13(3):e34220. 9 quate laboratory experts, which all made conducting this study very difficult. However, we re-performed most of the steps involved in this study from the scratch (with each step consisting of all exposures plus all calibration steps) in order to ensure the validity of the results. While recognizing the limitations of this study, it seems that the devices did not differ considerably in terms of the generated dose. Decreasing the FOV but increasing the resolution did not reduce the absorbed dose and might actually increase the effective dose. When reducing the FOV for the sake of X-ray safety, the resolution should be taken into consideration. The risk of absorbed doses is higher in the submandibular gland, mandible trunk and ramus, and red bone marrow. In terms of the three evaluated devices, it seems that resolution might play a more important role than FOV in determining the absorbed dose of organs inside the FOV or close to it such as the thyroid gland. However, the doses absorbed by organs farther away from the FOV seem to be more affected by the size of the FOV than the resolution. The structures that are distant from the FOV (such as the calvarium) seem less likely to be affected by changes in the size of the FOV or resolution. It should be noted that without statistical comparisons, these suggestions should be considered as theorems and not as evidence. Future studies should hence conduct more experiments and perform further statistical analyses to assess these suggested theorems (28, 29) .
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